This study aims to validate the accuracy of a cervical traction therapy simulation model by comparing the intervertebral separations of six asymptomatic male adults when traction was applied to their cervical spines. The subjects were tested on two mechanical traction devices, representing the inclined and sitting positions. A total of 55 radiographic images of their cervical spines were taken before and during traction. The result showed statistically significant intervertebral space changes in the inclined position but the changes in the sitting position were not statistically significant. The observed changes of the cervical spine were used to adjust parameters of the traction therapy model, which contains a human model with cervical spine built with springs and dampers and two traction devices in inclined and sitting positions. A series of traction forces and traction angles were applied to the model to simulate the actual parameters used in the experiment and the new model was used to evaluate the two traction positions. The result suggested that inclined position creates greater intervertebral separations on the posterior sides. Differences in separations due to age were not observed in both positions. The result also suggested that the inclined position provides better control in positioning the separations at different spinal segments than the sitting position.
to extend the cervical and lumbar spine. By applying traction or stretch to the regions, these therapies aim to relieve pressure and increase blood flow in the designated area. Traction therapy has been widely used in nonsurgical therapies and rehabilitation to treat chronic neck and back pain caused by herniated discs and other injuries at the cervical and lumbar spine region. Over the years, many studies have proposed various mechanisms to improve the therapeutic effects of cervical traction. Savva et al. [1] found that the application of cervical traction, if combined with neural mobilization, can reduce pain in cervical radiculopathy.
Jellad et al. [2] also reported that cervical traction, whether manual or mechanical, contributed in the rehabilitation of cervical radiculopathy if it is included in a multimodal rehabilitation approach. Zylberold et al. [3] evaluated three forms of cervical traction treatment and reported that intermittent traction performed significantly better than the no traction group.
The position and amount of intervertebral space changes are mainly affected by traction force and traction angle. Previous studies [4] [5] have examined how these two factors could affect the efficacy of the therapy. In general, large traction force can achieve greater separation. Traction angle, on the other hand, helps to control the location of the separation to target the injured area. However, it is worth noting that traction position can also play a role in controlling intervertebral space changes. Traction position varies in mechanical traction devices and many researchers have examined their mechanisms to try to determine how they can affect the efficacy of cervical traction therapy. For instance, Chung et al. [6] compared the intervertebral disc space between axial and anterior lean traction and demonstrated that anterior lean traction in sitting position provided more disc space anteriorly and posteriorly. Fater et al. [7] compared the supine and sitting position using home traction units and concluded that supine cervical traction may be more effective for increasing posterior vertebral separation. Using a dynamic simulation model, Wong et al. [8] also examined the intervertebral separation of inclined and sitting positions and demonstrated that inclined position was able to create greater posterior separation in their model. While the effect of cervical traction therapy is generally recognized to create intervertebral separations, its exact mechanism still has not been fully understood. Additionally, it is important to investigate the associated changes of the cervical spine during traction to better understand how one can accurately control the position and amount of intervertebral separations for individual patient. By combining a human skeleton model and traction therapy device models into a simulation, the spinal changes during traction therapy can be easily assessed. The difference in traction positions can also be compared.
The purpose of the present study was to improve upon the existing cervical traction therapy model [8] and to investigate the biomechanics of the cervical spine during traction therapy in inclined and sitting positions. Six asymptomatic male adults were recruited for a radiographic study. The subjects were seated on two different mechanical traction devices, representing the inclined and sitting positions. Radiographic images of their cervical spines were taken before and during traction. The changes of the intervertebral separations were analyzed and used to adjust the simulation model. The new model was then used to evaluate the two traction positions. We believe this study will provide insight on the benefits and drawbacks of each traction position. It can also serve as a reference for therapists who want to achieve more precise control in cervical traction therapy.
Radiographic Experiment

Experiment Setup
The radiographic experiment consisted of six asymptomatic Japanese male adults. The age groups (30s × 2, 50s × 2, 60s × 2) of the subjects were chosen as such to allow us to investigate potential age differences in respect to cervical traction. Subjects were excluded if they had history of cervical-related injuries or related disorders. The experimental procedures and potential risks were explained to all subjects and signed consent forms were obtained before the experiment. The radiographic system (Model: Veradius Neo, Koninklijke Philips N.V.) used in the experiment consisted of a C-arc arm that could take radiographic images and videos when a subject was seated on a traction machine. The experiment was conducted in an X-ray laboratory under the supervision of a medical doctor and a radiologist. The study was approved by an ethics research committee of Kobe University prior to data collection. Figure 1 shows a subject in inclined position during the experiment. Two mechanical traction devices [9] [10] were set up in a radiographic room for radiographic assessments, representing the inclined and sitting positions respectively. In the inclined position, the subject sits on a motorized seat with his head attached to the halter. Byrotating the seat around the horizontal axis along the sagittal plane, traction angles between 10˚ and 40˚ can be achieved. In the sitting position, the subject sits up right on a fixed chair with his head attached to a head halter. Traction angles are adjusted by changing the length of the top metal bar. The head halter included two straps offering support to the chin and occiput during cervical traction. The movements of the two traction devices are illustrated in Figure 2 . On both machines, the vertex of the traction angle was set at the base of the neck, near the position of the first thoracic vertebra (T1).
The experiment was completed in one day and was divided into nine sessions as shown in Table 1 . Out of the six subjects, only three were tested on both devices and they were given at least 1 hour rest before they received the next round of traction. The traction force was set to 20% of the subject's body weight, as suggested in previous studies [4] [5] . Traction angles 10˚/20˚/30˚/40˚ were used in the experiment.
Each session was approximately 10 minutes and it contained four sets of traction exercise. The procedures of the experiment were as follows: i) setup and ve- 
rify traction angle with the subject seated in the machine, ii) apply traction, iii) maintain continuous traction for 10 seconds, iv) release traction, v) rest and prepare for the next angle. Radiographic images were taken before and during each round of traction. The distance between the radiographic equipment and the traction device was fixed. No subject reported discomfort during and after the experiment.
Radiographic Image Analysis
A total of 55 radiographic images were taken during the experiment. The digitalized images were in grayscale and had a resolution of 640 × 480. A sample of the image is shown in Figure 3 . In order to improve the accuracy of the measurement, the low-resolution images were magnified using a technique called "image super-resolution" [11] to maximize picture quality. The anatomical identifications of the vertebral landmark were based on the method of Farfan et al. [12] [13] as shown in Equations (1) and (2).
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Posterior disc height 2 Figure 4 illustrates the modified Farfan's method used in the image analysis. A1/A2/P1/P2 are straight lines extended from point A/B/C/D and are perpendicular to the two horizontal lines joining the A-B and C-D points. The contrast and brightness level of the image were fine-tuned using Image J [14] and the vertebral landmarks were then manually traced using Inkscape [15] . All the images were measured three times digitally and the mean values of the measurements were taken as the final result.
Results and Analysis
Mean Intervertebral Separation Changes
The mean values of anterior and posterior intervertebral disc space changes are summarized in Table 2 . Space changes are the difference in C2-C7 length be- tween before traction and during traction. The data was based on the three subjects that were tested in both devices. In general, there were significant changes for most of the angles in the inclined position (P < 0.05 for all except P = 0.054 at 20˚ anterior). In the sitting position, however, our results showed no statistical changes for all traction angles.
The mean changes of the total intervertebral separations (C2-C7) of all six subjects across four different traction angles are shown in Figure 5 . The inclined position yields a larger change on both the anterior and posterior sides.
Spinal Segment Changes
The mean intervertebral separations of each spinal segment are presented in Table 3 and Table 4 . In the inclined position, 10˚ angle resulted in the largest posterior separations in the upper cervical spine and smallest in the lower spine. On the other hand, the 20˚/30˚/40˚ angles followed an opposite trend, in which the separations were larger in the lower spine (C4-C7). In the sitting position, however, the mid-spine (C4-C5) extends the most regardless of the traction angles. In a past study, Ito et al. [5] examined the relationship between traction angles and segmental separations. They concluded that small traction angles can lead to large posterior separation in the upper spine, and large angles can lead to separation in the lower spine. In this experiment, we observed a similar trend in the inclined position but not in the sitting position. The segmental changes for both positions are illustrated in Figure 6 .
Shape Change Sequence of the Cervical Spine
After the tracing of vertebral landmark was completed, we compared the outlines of the cervical spine. As illustrated in Figure 7 , it appears that the cervical spine underwent different transformation with the two positions. With the rotating chair mechanism in the inclined position, the outline of the radiographic images shows only a small transformation. On the contrary, the transformation of the sitting position was comparatively larger, even though the sitting position yielded a significantly smaller mean change in both anterior and posterior sides with all traction angles. The relatively small transformation in the inclined position may have contributed to the overall improvement in the intervertebral separations.
Age Difference vs. Intervertebral Separation Changes
The six subjects were chosen such that their age differences in response to traction at various angles can be examined. The hypothesis was that intervertebral discs tend to lose water content in elderly subjects [16] , thus it was expected that their intervertebral separations would be different from the ones in younger subjects. However, due to the limited sample size in the experiment, we were not able to detect a significant difference. Among the subjects using the inclined position, 60A has the largest compression and extension, while 30A recorded the smallest changes. Conversely, data from the sitting position did not yield any significant differences between older and younger subjects. Figure 8 illustrated the compression and extension of the intervertebral disc space due to traction force and angles. With inclined position, both the anterior and posterior sides exhibited a smooth transition as the force and angle increase. On the other hand, the transition was uneven for the sitting position on both sides. In fact, larger traction force actually resulted in smaller separation on the posterior side. It suggests that it is more difficult to control separations in the sitting position with traction force and angles. 
Disc Space Change Due to Traction Force and Angles
Cervical Traction Therapy Simulation
The cervical traction therapy simulation is a multi-body dynamic simulation model consisted of a cervical spine, a skeleton body and two mechanical traction devices, representing the inclined and sitting positions respectively. It was developed using Bullet Physics Library, an open-source physics simulation engine capable of simulating collision detection, soft and rigid body dynamics [17] . The development environment was Visual Studio 2015 and the models were written in C ++ .
Cervical Spine and Skeleton Body Model
The cervical spine model was built based on a previous in-house project [8] [18] and was re-modelled with a new physics engine for performance improvement. It consisted of a skull and seven pieces of rigid cervical vertebrae (C1-C7). C1 vertebra, also known as the atlas, was fixed to the skull. The C2-C7 cervical vertebrae were attached to adjacent vertebrae by a 6-DOF spring joint with stiffness and damping parameters to control their movement. The C7-T1 join was also fixed. In order to simplify the calculation, rotation and lateral flexion were disabled. Only flexion and extension were allowed. The skeleton body model included the rest of the body below the cervical spine, and was modelled as separated rigid bodies. All the 3D models used in this section were retrieved from BodyParts3D [19] . The body segment mass ratio was configured based on the data from Zatsiorsky et al. [20] . The body model was set to be 1.74 m and 73 kg.
The combined weight of the head and the cervical spine was estimated to be 5.07 kg. The mass of the body segments is listed in Table 5 .
Mechanical Traction Device Model
Similar to the skeleton model, the two traction device models were also built using Visual Studio, C ++ and the Bullet Physics Library. The dimensions and the mechanical movement of the device models followed the same traction devices [9] [10] used in the radiographic experiment and they represented the inclined and sitting positions. Figure 9 shows the inclined and sitting position simulation models at 10˚ and 40˚ traction. [20] . 
Simulation Model and Results
The data from the radiographic experiment, as shown in Table 3 and Table 4 , was applied to the cervical spine spring-damper model. Each space between the vertebrae (C2-C7) contains a 6-DOF spring joint that controls vertical movement, flexion and extension. We calculated the mean value of the stiffness and damping constants based on the six subjects and apply them to both models.
Simulation trials were performed using the same combinations of traction angles, forces and positions as in the experiment. In each run, both the anterior and posterior intervertebral separations between C2-C7 vertebrae were measured. Traction angles at 10˚/20˚/30˚/40˚ were tested. The traction force was set to be 20% of the skeleton, which yields 144N. Both positions were tested under the same setup, i.e. all the material properties, stiffness and damping parameters of the mechanical joints were the same in both simulations. The measured separations represent the changes of separation before and after traction applied. The simulation results are shown in Figure 10 .
The simulation result followed a similar trend as the mean measurements from the experiment. As in the experiment result, the result of the simulation also suggested that the inclined position could achieve larger amount of intervertebral separation and compression than the sitting position. In scenarios where large traction angles were used, the sitting position always caused the skeleton to lean forward to compensate for the pulling force. This was not observed in the inclined position in our simulation. Furthermore, the inclined position was also better in achieving the desired traction angle, since the back of the skeleton body remained in contact with the back of the seat. This helped the traction angle stay the same throughout the session of the traction simulation.
Conclusion and Future Work
In our previous study, a cervical traction therapy simulation model was constructed to investigate the biomechanical changes of the cervical spine during traction therapy. The model was also used to evaluate the differences between the inclined and sitting traction positions. However, the lack of clinical data in the study significantly limits the potentials of the model. The present study aimed to address this problem by conducting a radiographic study to gather data of the cervical intervertebral changes during traction therapy. Six subjects participated in our experiment to receive traction on two actual traction devices. Radiographic images of their cervical spines were taken before and during the therapy and the resulting intervertebral disc changes were used to improve the existing cervical traction therapy simulation model. The new model verified the previous findings and again demonstrated that the inclined position was able to achieve larger intervertebral space changes than the sitting position both anteriorly and posteriorly. The spinal segmental changes between C2-C7 also suggested that the inclined position provided better control in positioning the intervertebral separation in different area of the cervical spine. There were few limitations in this study that the authors would like to address in future works. With only 10 seconds of traction at each angle, this study did not take into account of the residual effect of the intervertebral discs caused by long period of traction. Due to this limitation, we were not able to observe the disc changes that may occur in intermittent traction. In addition, the small sample size of the experiment may affect the accuracy of the result. Thus, it is essential to expand the experiment to gather larger clinical data and create a more comprehensive simulation model.
